[Comparative study by scanning electron microscopy of the internal surfaces of blood transfusion bags, according to brand].
The internal surface of blood plastic bags, have been observed by electron scanning microscopy. The products of the four commercial marks available in France have been testd. The roughness of the surfaces is considerably different according to the origin of the plastic bags.